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Model, 251A Deluxe Signal Tracer 


Reference Data, 


A, 


C. 


D. 


Es 


Ge 


Power requirements, 
1. 105-125v ac 50-60 cps, 
2. Power consumption 35 watts, 


Isolation 

1. Specially designed electrostatically shielded powen 
transformer isolates unit from AC line for safe use 
on AC-DC equipment, 


Input impedance. 

1. Probe is 4 megohms shunted by 2mmf, at low frequencies, 
The input resistance decreases with increasing frequen~ 
cy caused by dielectric losses, 

2. Audio input impedance is # meg. on x100 position, and 
25 meg. on xl. 


Frequoncy responss, 

1. Probe from 27 cps, to over 300mc, 
Note: When probs is used on audio frequencies a slight 
signal distortion in speaker is normal. 

2. Audio inputs from 20 cps. to over 20,000 cps. 


Rosponse characteristics. 

1. Audio ‘input to meter xl position flat within .1 of one 
db. from 30 cps. to 20,000 cps, 

2. In xl00 position plus or minus # db. from 50 cps. to 
10,000 cps, , 

3. Probs flat within 1 db. from 20,000 cps. to 100 mc. — 
approx. Above 100 mc. the curve depends on the reso- 
nance of the ground lead circuit tuned by its length, 


Sensitivity. 

1. Probe is 1# microvolts for full scale deflection, 
2, Audio xl is 5 yolts for full scale defleotion,. 
3j- Audjo_xlL00-fs .6 volt-tor full scale deflection, 


Pube complement. 

1, 6AQ6/6AT6 high gain triode in probe, 68J7 pentode 
amplifier, 6K6GT power output, 6SN7GT VIVM, 6x5GT 
rectifier, 

2. Standard tubes may be used for replacement, 


Size and Weight.  . . 
1, . 64D X. 123" X% OR. chipping weight 12 lbs. 


GENEMAL IN:ORblATION 


PERATION MO OLA SIGNaL THACER, 

1. Unpack cardfully and inspect instrument for possible damege. 

2..Plug power cord into ll7v a receptucle. - 

3, Slide power cord switch to on position, pilot light illuminates. 

4. Let PROBE-AUDLO switch to rxUBE position, allow three minute warm-up. 
5. Unclip ground lead and touch probe tip with finger. Raise gain control 
_ until loud bum is. beerd, co 
6, Instrument is now ready for use. 


_ Reference data 
A. POWEK KEW) LASHENTS 


‘ds 105+125 volts AC 50-60 CDS. 
»,, 2» Power consumption 35 watts. 


ST. Specially designed. electrostaticully shielded power transformer 
-- -4solates unit from aC line for safe use on AC-DC equipment. 


le Probe is 4 megohms shunted by 2 mmf. at low frequencies, The input - 
resistance decreases with increasing frequency caused by dielectric 
. losses. Y¥- ove. 
2. audio input impedance is + megohm. 


1. Probe from 20 cps to well over 300 mc. NOTE: When probe is used on 
audio frequency circuits a slight distortion in speaker is normal, 


due to the re-rectification. 


E. KESPONSE CHakaCTEXISTIcs. : 4 
1. Audio input to meter jack is substantially flat, within .1 of 1 db., 
from 30 cps to 20,000 eps, SU 
2+ Probe flat from 20,000 cps. to 110 mc. The curve depends on the 
ground lead circuit, tuned by its length. co * 


F. SENSITIVITY EXPRESSED aS Gali. 
«De Probe input of 1 microvolt, gives an output of lz volt 

a 49 000 gin ’ put 6 sii meter jack, 
2. Audio input jack, 60 db gain. 


1, 6AQ6/6aT6 high gain triode in probe, 6877 pentode : 
power output, 6X5 rectifier. a aa cs amplifier, 6K6 


The Model 201A SUPEK TnACEK is an instrument thet enables thi oe 
: es the operat 
"listenin on any part of a circuit and instantly locate the point ae 4 
_wvhtch a signal is. distorted or interrupted. pelea: 


a 


The student or beginner will learn general elroutt theory and 


function of successive stages of a receiver, and the service 
engineer who is well grounded in theory will learn a faster 
method of locating defeots than is possible by any other method, 


Any person doing servieing should learn to think in terms of the 
—signel and 


not in terms of just voltage, resistance, capaaitans 
or inductansce,, Any of these sre just a single factor in aang 
that are necessary to proper transfer of the signal, No one can 


possibly learn or remember all the gradations of these factors 


and their correct relationship to each other in all cirouits 
present in all. equipment that an average man should be able to 


‘ competently repair today. 


The signal, and the signal alone, is really the only thing that 
matters. Many ciroults such as AVC and AFC require the signal 
as the actuating force for them to work, In other words, if 
only individual factors are checked without knowledge as to 
signal presence, such circuits will be found to be perfect and 
ali the wasted time will not have resulted in any practical 
finding necessary to repair the unit. Single volt-ohm-capaci-= 
tance tests are static and interfere with the operation of the 
receiver, This expenditure of energy wastes time and requires 
enormous effort to translate readings into cirouit effects and 
the into surmised operation, Too much chance for error occurs 
in analysis, and such cumbersome technique is costly for anyone 
who does not employ signal tracing as the means of locating the 
defect. Realize that the signal is the most important element 
in the circuit, as both the actuating impulse and as that which 
is being controlled, 


Successful servicing requires speedy location of the defect, 
Whether it is a oomplex circuit or a simple one, the point at 
which the signal becomes distortion or interrupted,.oan be 


found with a signal tracer in a matter of minutes, It is simple 


to substitute parts in that PARTICULAR CIRCUIT until normal 
operation is restored. Analysis is not always necessary, altho 

@ person will grow in experience and be able to spot a defective 
component at the located point of trouble in the circuit, thus “™~ 
saving time which is money, ; 


SIGNAL TRACING APPLIED TO A TYPICAL RECEIVER 


The first step, necessary in servicing all electronie equipment 


by any method, is to determine if the unit under test has current 


and is energized with the proper supply voltage. Of course, if 
there is a "dead short" in the power circuit or excessive over~ —. 
heating of any component, this obviously must be corrected be~ 
fore other tests ean be of value; first to prevent damage to the 
equipment, and second to put it into some resemblance of the 
normal operating state, Tube filaments should have power, and 

B plus should be present. 


NOTE: In AC-DC circuits which have tube filaments wired in 

series, an open filament anywhere will keep all tubes from 

lighting. The Signal Tracer offars-a speedy mathod. to Jocate 
. defective filament. — 


: the 
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Fasten the grotind lead clip of the probe to the negative side of 
the filter condensers in the power supply and touch the probe tip 
to each of the tube filament connections in turn, (The PROBE=AUDIO 
switch 4g in PROBE position and the GAIN control is turned up 
slightly.) The tube with the open filament cill cause a hum in the 
Signal Tracer speaker on one filament connection only. All other 

- tubes will either hum on both filament connections, or will not 

hum on either. 


THESE WILL HUM ON ’ HUM ON ONE SIDE NO HUM ON 
BOTH FILAMENT PINS. OPEN FILAMENT. EITHER SIDE. 


— 
NOW TO BEGIN | . 


a, Once the power supply and filaments are known to be function- 
ing, tune the receivor to a station, The Precision Electronics 
Signal Tracers are so sensitivo that regular broadcast stations 
are recommendod as a source of test signals, 

b. If there is no apparent signal from the receiver speaker, you 
are only interested in locating at what point the signal is 
interrupted. ; 

ec. If the receiver output is weak, you will look for the stage 
where normal oxpected gain in signal strength does not ocour, 

a, If the receiver spoaker sounds distorted, noisy, or hums; you 
will look for the place where such irregularity first occurs, 

e. Intermittent operation or distortion requires waiting until 
it occurs before proceeding, Further explanation later in 
this book, 


REFER TO FIGURE 1. Proceed to check from the antenna stage thru 

6 output stage the grid and plate connections of each stage un- 
til the point at which the signal becomes distorted or interrupted 
4s located. Use a tube handbook to find tube baze connection 
numbers for the various grid and plate pins if you are unsur6, 


Figure 1 is practically speaking a standard AC-DC circuit which 
will be often encountered in servicing. Minor differences may 
oceur, but the signal tracing TECHNIQUE remains the same. 


NOTE; The ground lead on the probe is purposely short, It may be 
necessary to move the ground clip to a convenient point on the 
chassis or B- as you progress thru a large chassis, or an added 
length of 12 inches or so may be added to make testing more con~ 
venient, This ground lead length is satisfactory when checking 
standard broadcast receivers for all RF, IF, or audio frequencies, 
For high frequencies found in FM and TV, the ground lead length | 
sour necene length of the ground load cirouit tuned by its : 
ength, he. 


a 
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Now we are going to tuke you thru en aC receiver circuit at length to give 
you an anilysis of circuit troubles ena how to fina them with the Signs] Tracer. 
Figure 2 is « typicul AC superheterodyne receiver chosen for explanation. — 


after the power supply. end tube filements tre functioning, we ure reudy to'find 
the "genuine compleint". The principal signsl test puints cre lettered consec- 
utively in the order they sre to be unalyzea while tollowing the sign:l path. 

A resume of the faults that may be observeo ere listed for euch test point, us 
-well as. the results that may be  exypcted at euch stage of the receiver. 


: aa 
CONVERTER and OSCILLATOR CIRCUIT. 
Connect the ground clip to the chussis or B-. (You bhuve turned the receiver 
ON and ascertained the power supply is functioning, set the receiver volume 
control to & minimum, and tune the receiver to where 4 strong locel stution 
should be heard. Signal Tracer is ON, and GAIN control is turnea up about 
two-thirds.). - oe 


Touch the probe tip to point "a" on the partial diagram, Figure2a. A Jumble of - 
stations should be heard, depending on your location, of course. Ow 


Next touch point "B". Receiver dial may have to be rotated slightly to pick up 
the signal perfectly ut this point. It the antenna system and the tuning conden- 
ser are functioning properly the brozacust stetion my be hearc cleerly and... 
with ample volume from the Signal Tracer speaker. 

Lack of signal indicates an open or shortea to ground antenna coil or loop, a 
short-circuited tuning condenser (rotors touching stators), or a shorted shunt 
trimmer. Turning the disl may show & station signal elsewhere indicuting a 
rotor-stator short ut only one point. : 

& weak signal indicates an open tuning condenser circuit or trimmer, partially ° 
shorted antenna coil secondary, or an open .05 aVC filter condenser. 


Next place probe at point "C". No or very weak signs] is normal, buf an 
appreciable signal shows .05 condenser to be open. ; 


Point "D" If signal is present, .1 mf condenser is open. . 


NOTE: You may plug your VTVl into the OUTPUT METLR jack of the Model 2014. The 
Model 251 and 251a has a built in meter. The composite instruments can then be 
used as a sensitive AC ¥IVM. a scope may be connected to the same jack. 


Place probe back to point "B". Adjust meter and listen to speaker to. get u level. 
for reference. Now move probe to point "F", the plate or output section of the 
converter tube. A definite increase in signsl strength and meter reading should 
be noted due to the normal conversion gain of the first stage, and the Signal 
Tracer Gain control will have to be reduced to a usable level. 


No signal at point "F" where « signal was present at point "B" indicates: 
defective tube, open IF transformer primary, shorted trimmer, no plete voltage, 
shorted screen condenser, or open cathade circuit to ground. « WEAKER s : 
than point "B" indicates: defective tube, open or misuligned IF primary trimmer, 
no screen voltage, leuky filter condenser, oscillator inoperative or misaligned, 
or pértial feult in cathode circuit. DISTOHTION shows trouble with the screen 
bypass or filter condenser, aguin @ defective tube, or cathode circuit trouble. 


whe 


CaUTION:Do NOT move alighment trimmer adjustments until ALL OTHER sources of 
trouble have been thorovzhly invé stg.tea enc eliminated os the cause of 
improper operation. Make sure the set nes not been tampered with or circuits .. 
purposely changed. ; 
_Point "E" (stator of oscillator t ning condenser) is the next. and very imp- 
“ortant test point: Hold probe at his pont "E" and turn off receiver. Turn 
it on immediately and a THUMP hes d in the Signal Tracer spe.ker shows that 
the oscillator circuit is working « swing of the meter pointer will also be 
noted on the Model 2514 or on met r counected to Model 201s. Some practice is 
advised by the new user on & set “hat is operating perfectly so thet the 
THUMP and sudden swing cen be rec: gizea in the future. 


Point ign, no signal is normal, if upprecisble signal: filter is open: 


IF AMPLIFIER AND. SECOND DETECYC.:. He now progrebs to the next diagram, 2p, 
Gheck signal at point "a", the iF eaplifier control grid. No gain “rom 
previous point "F' or even slight loss is to be expected becrnse the gain 

in the transforr-: may be less than 1. No signal inoicates open or shorted IF 
transformer secondary or shorted trimmer. A WEaK signul indicates open or 
misaligned trimmer, partial open or snort in IF transforner secondary, or 
open .05 mfd. condenser. (point "B") 


Next check point "B". No signal iis normed, apprecitble signal shows open filter. 


Place probe at point "a". adjust meter ana speaker to get a reference level. 
Now check point "C". & good increuse in signel i. normul. NO signal indicates: 
defective tube; shorted trimmer, snorted or ope. IF transformer primary, or no 
plate voltage present. WEaKsignal shows: defective tube, open or misaligned 
trimmer, partial open or short in transformer primary, low plate voltage, or 
trouble in cathode circuit. : 


NOTE: If the probe picks up 4 certain amount of unfiltered aC ripple from this 
"B" plus point, it is wise to hold the probe tip close to, but not touching, 
-the plate connection. This checks distortion if present, but actually contact 
the plate connection to check for guin in signal strength. ! 


Next place probe at the detector diode, point "B". No gain or perhaps a slight 
ioss is normal because the transformer secondary is is looking into a low 
impedance tube input. : 

NO signal indicates an open transforger secondary, or a shorted trimmer here. 
A WEsK signal here indicates a partially open or partially shorted transformer 
secondary, open or misaligned trimmer, or open or shorted HF bypass condenser. 


Signal et point "E" next: should be about the same as point "D", Point "Bp" or 
AVC diode test shows how the diode ccunling condenser is working. NO SIGNAL 
means the condenser is probab1y.. open, thee --eerting for no VG action.- 
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SOME TIPS ON AVC © 


If no signal was present at point "5" there. will be no aVC voltage, because 
avec voltage is derived from the rectifying or detector action of the second: 
detector portion of the tube. ‘The negative AVG voltage derived is fed back to 
the control grids of the-previous tubes to supply them with controlled grid 
bias. Therefore do not overlook the AVC. cirduit if a defective signhl has: been 
voted at one of these grids. Lack of, or tod great an AVC bias voltage on the 
grid can cause distortion. Improperly filtered-a VC due to defective condensers 
or resistors in the AVC circuit often result:in a weak signal, oscillation, or 
distortion. By.all means check the AVC circuit filter conderisers und rebistors 
for proper value. 


Point. "F" next, touch first point where the detected or audio signal uppears. 
NO signal indicates ‘as diode section of the. detector tube, or shorted . 
bypass condenser. A WEAK signal may be; defective tube, shorted dondenser 
ut olumée tontrol, open resistor &t this point, of opén: voliime control. 
‘Distortion iy. bé caugéd by & pastiel open or short in these. bomponenta, 


Point ig, " the Shine control is neat. No signal indicates open resistor, or 
easing bypass condenser at this aa 


The . signal reaches the irst audio grid thru the volume control. Since controls — 
are & frequent source of trouble it is udvisea that you always check the control 
for noise, roughness, or opens; which often cause distortion, blaring, or inter- 
mittent operation. Place the probe on the arm contact of the control and slowly 
rotate it thru its full range several times. The volume should increase end 
decrease shia without breaks, scratch,or noise. It not. peplese control. 


| \ 
FIRST AUDIO AND. OUTPUT STAGES: Refer to the next diugram,2c. 
Point: man, the arm connection Qf the control is explained above. 

\ 
Point "BY, the first audio grid, \\bas its level determined by the setting of 
the receiver Volume control, With control on full, the signal should be as 
loud as point."D" previous, the detector diode. NO signal would show the 
coupling condenser to be open. =. \ 


ny coe 


Point now, Any appreciable signal sore eas filter: condenser is open. 


Again take a reference level at point MBY, “wow place probe at i aay » the 
first audio i el Substantial gain shoula ba noted. 


NOTE: Once you one been satisfied with the er soi "mB", you should then 
‘get the receiver volume control just high enough get a good signal in the 
Signal Tracer speaker with the Signal Tracer Gan erekeon set faitly low. 
Otherwise, with the Signal Tracer volume control set at a high level to pick 
up a signal which hus been greatly cut down by the receiver volume control, 
the Signal Tracer will amplify any hum present along with the weak signal. 

By setting the receiver. ‘volume control just high enough to over-ride any 
grid. hum, the Signal | Tracer can pick up a quality signal without hun. 


_ 


NO signal at point "D" shows: Bad triode section of tube}..no plete voltage, 
or open plate resistor. WEAK signal indicates: poor tube or partially open 
plate resistor. NOISY signal indicates: poor tube, defective ‘plate resistor. 


NOTE: When checking with the probe in the audio section.a slight signal — 
distortion is normal due to re-rectificution of the signal. For quality tests, 
it is recommended that en atidio probe made simply from 4 piece of shielded 
cable with appropiate probe tips, be plugged into the AUDIO INPUT jack und 
the PROBE-saUDIO switch be set at the AUDIO position. a condenser in series 
with the hot lead of the probe from .0l1 to .1 is recommended. 


The use of the word "probe" in the following denotes either the regular or 
the audio probe. 


Place probe at point "E", the qutput amplifier grid. Signal should equal point 
tp", NO signal indicates open coupling: condenser at first audio plate. 


Set reference level at point "E". Now probe at. point "F", the output amplifier 
plate, and a definite guin in signal should occur. NO signal indicates; 
defective tube, shorted bypass, open output transformer winding, open coupling 
condenser, or no plate voltage supply, WhAK signal shows: defective tube, — 
lack of bias voltage, leaky coupling or by-pass condenser, partially shorted 
output transformer, or shorted jutput tranformer secondary. 


Now place probe at point "H", signal strength shoula be much lower than at 
point "F" because of low impedance condition. a weak or distorted signal 
indtcates trouble in the speaker or output transformer: secondary winding which ~ 
is.easily determined. 
; soe 
The SIGNAL TRACER is an all around instrument that is so ingenious in its 
many and varied applications it actually replaces the need for otner servicing 
instruments. Many of our users tell us that a tube checker is not a necessity 
after they acquired a signal tracer. sll elements of a tube can be checked 
while the tube is actually operating in the circuit for which it wes designed, 
and the signul tracer gives an suthorativé result. It will easily detect a 
weak, gassy, or noisy condition, Loose elements, shorts, a non-oscillator, or. 4 
low gain tube sre speedily ascertained with 4 signtl tracer. No other tube 
testing method can possibly compare. 


fo check the output of mgnetic pickups, use the probe input. Use Audio input 
for checking crystal pickups and microphones. 
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ALIGNMENT OF Fou. RECEIVERS 


Alignment is the most important factor in the’ servicing of Fi. receivers, 
because a receiver will functicn perfectly only when it is correctly aligned, 
Many manufacturers, in their service notes, consider the I.F, and limiter 
alignment in a over-uli procedure. For example, the SIGNaL ThaCEK to be used 
is placed in the proper limiter grid circuit, the signal generator output is 
connected to the R.F. grid input of the converter or mixer tube, and the 
frequency is adjusted to the I.F. of the receiver. Turn on modulator on the R.F.. 
generator. With these two instruments remaining in position, the very lust I.F. 
transformer, including any between two cuscacea limiters, is aligned first’ 

for maximum output. The meter on Model 25la, wil] give an excellent indication, 
The speaker on the 20JA will suffice for this operation. 

_ The other I.Fi transformers are then aligned, working from the back té the 
front of the teceiver in the same munner: Tha signul generutor's output should 
always be. kept at a minimum, to keep from saturating the limiters, If they do, 
the tunidg adjustments will be very broad and it will be aifficult to find the 
true résonant position of the I.F. trunsformers. 

Now. move. Signal Tracer to the sutput of aiscriminutor. Tune the primary of the 
aigcriminator for ndximin output. Then tune seconaary for e null. This i a a 
the alignmenti : 


For best results slip spoghettd over probe tip, to keep from Loading circuit. 


Expressed in its simplest tetms, the sequence of signal tracing is as. follows! 
Signal is traced through the. receiver ywntil some point is reachea where it is 
no longer normal. Supplementary tests ate mace at the podbt where the signal 
departs from normal, Usuklly the testd include voltage ana resistance checks 
of the vurious cotponents in the fuulty circuit. 


- g. Field strength meter. Hy use of 1.V. booster worked with antenna under 
observation. 


b, Ghecking electric blankets. Connect Tracer to one sige of line, thru a 
condenser, ana run up anc aown elements tor either no hum,indicates open, 


and the presence of hum indicutes the otner siae of a.C. 

6. Nojse detector. Connect crystal migrophone to prove input. Such as a valve 
manufacturer use to check noise level of various valves. Using <5la, meter 

. gives relative noise: level unaer extreme sensitivity. © 

Also valuable in locating noise in-:automobile installations. Use extension 
cord on Jracer and run Probie up ang down 411 wiring, to find source of 
pick-up noise. Bypassing with variqus conaensers will decrease noise to 
low level. 
For locating man maae radio noises.Turn up gé&in on Signal Tracer ana probe 
will act as noise locater in short oraer. 

a. By using as tuse tester. (Tubes in operation) The whole story is reveuled 
as to what goes on inside a radio tube: Noise, guin, intermittant shorts, 
fading and etc., by placing probe on various elements of tube. 


The versatility of the Precision Electronics Super-Tracer is such that its 
_-rusesa_are. only linited hy tha, ability -abd- dpaginstion-of- tbe. operntor. 
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SERVICING TELEVISION KECLIVENS WiTH SiGnal TnaCbn 


Television receivers, in their present state of development, are critical 
mechanisms that require accurately adjusted circuits if the maximum enjoyment 


is.to be derived. 


When the action of the cathede-ray tube is analyzed; it is found to be. the 
recipient of voltages from four different sections of the receiver. 
They include: 

1. Horizontal deflection circuits 

2. Vertical deflection circuits 

3. Video circuits 

4. The power supply - both high and low-voltage units. 
Although the final image, as seen on the viewing screen, represents a peers 
combination of these four voltages, each voltage has certain definite , 
characteristics that enables the viewer to identify the particular section 


at fault. 


HORIZONTAL DEFLECTION ClnCuit. 


The purpose of the entire horizontal deflection system is to provide saw- 
tooth voltages or currents that force the electron beam to move from side 

to side. 

The synchronizing pulses contained in the incoming signal keeps the frequency 
of the horizontal deflection voltages at a value determined at the transmitter. 
Any distortion becomes immediately apparent on the viewing screen. 

The most positive indication of complete failure of horizontal deflection 
circuits is the appearance of merely a vertical line on the screen of the 
viewing tube. With the aid of the Signal Tracer, it is possible to locate 

the point at which the signal is interrupted. 


NOTE: an oscilloscope can be connected to the meter out-put jack on MODEL 20]é. 
On MODEL 251A, the scope is connected to the audio jack, with selector switch 


in probe position. ; 


Usually, there will be at least two stages in the horizontal section, the 
oscillator and amplifier. Place the probe on plate of the oscillator tube. 

if the circuit is functioning, a high frequency whistle will be heard from 
Signal Tracer speaker. Frequency of this signal is 15,750 cps. If using 
Model 2514. shis signal will give indication on the meter. The scope may be 
used with the Tracer at this point. In some instances, the human ear cannot 
hear this high frequency, in which case one of the last two methods mentioned 
be used. If NO signal, the components in this.circuit should be checked.Now | 
iet us assume that the oscillator is working. 

Place probe on the grid of the horizontal amplifier tube. If szope is used 
oe gopan to Fig. 4 will be observed. - : 

w voltage of the horizontal amplifier plate will be about 6000 . 
DO NOT CONNECT PHOBE TO THIS POINT, iisiead: place probe near recibir en 
or near the fly-back transformer and the 15,750 cps. signal should be present 
in the Signal Tracer speaker. an increase in amplitude should be noted. 
peel to Fig. 5. This waveform was observed on the scope, by holding 

paaheigg probe near fly-back transformer,.The signal is radiated by the 
=.— 


VERTICAL DEFLECTION SYSTEM 

Due to the similarity of the two deflecting systems, meny~ofthe-— 
defects-arise in toth. The only difference in the present case is 
that now the image.is affected in a vertical direction, 


Start at the blocking oscillator or multivibrator oscillstor and 
progress by stages toward the picture tube of the receiver. 


Place the Tracer probe on the plate of the vertical oscillator. 
if circuit is operating properly, an audio frequency of about 60 
“cps. should be heard through Signal Tracer speaker. As before, 
this can be observed on the meter of MODEL 251A or on the scope, 
Refer to Fig. 6. This waveform represents the signal that is de- 
veloped in the plate circuit of the vertical oscillator, when 
using the scope in conjunction with the signal tracer, 
Next, place the. probe on the plate, or near the plmte lead, of 
the vertical amplifier, the same 60 cps signal should be heard 
from the Tracer spéaker, Refer to Fig. 7, This waveform repre- 
sents the signal on the scope at this point, NOTE that the am- 
plitude is increased and the signal is inverted in polarity. 
VIDEO CIRCUITS, == a a a : 
When working on video' circuits, DO NOT lengthen the gound lead of 
“the probe. Tune receiver to a station and-advance the contrast 
control’ to near maximum. ‘Place probe directly on plate of last - 
video amplifier. A low frequency noise will be heard from Signal 
Tracer speaker. The vertical sync pulses and the video will be 
heard at the same time. — . ee 2 
Fig. 3 shows waveform on the scope, when used with Tracer, at 
vnis point. ‘The same procedure can be used on the preceeding 
video stages, up to the video detector. The signal passing thru 
the video IF amplifier is a radio frequency, The best results 
can be obtained by putting the probe across the cathode resistor 
of each stage, working from the video detector toward the front 
The cathode circuit is at a very low impedance and therefore using 
the probe will not-detune the circuit, Approximately the same 
waveform as shown in Fig. 3, will be observed on scope which: MUST 
be connected to the Signal Tracer. By doing this, the RF is rec- 
tified and amplified in the. probe and applied to the vertical 
plates cf the oscilloscope. = 


The Signal Tracer can also be used in the Syne Circuits. . 
Place prebe on plate syne clipper, DC restorer, and syne amplifier. 
At each of these points a low frequency sound should be heard 
through Signal Tracer speaker. This is a 60 cycle frequency. 


The audio portion of the T.V, receiver can be serviced with the 
data covering F.M., given previously. 


A little expericnee and the use of a Signal Tracer, will prove to 
be a big time saving device for servicing 1.V. receivers. Even 
with the complex circuits. found in these receivers, it is possible 
to single out the stage which interrupts the signal, in the 
shortest time. 
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